Steam sterilization: a suitable alternative?
Extracorporeal blood-circuit devices can be sterilized by ethylene oxide (EtO), irradiation, or steam. The majority of these devices are sterilized by the first two processes, and the use of steam sterilization seems to be limited. This article compares the different processes, discusses their advantages and disadvantages, and makes a case for sterilizing these products by steam.